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Con�guring CR1500 Barcode Readers
To configure a CR1500 to be dedicated to a patient room or workstation on wheels, scan the following barcode:

CR1500 Feedback Settings

Scan the preferred feedback settings:

Beep On
Vibrate On

Beep On
Vibrate Off

Beep Off
Vibrate On

CR1500 Reader Settings

Reset to factory defaults
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Firmware Version Information
Scan the following barcodes to identify firmware versions:

Reader information
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